The Prepster IFU o7042024.

Intended use.
As a sterilizable palatte with a spaced transparent sterilizable cover ( lid) for organizing the chairside organization of dental restorative components.

For dental use only.
Description : The Prepster is a simple silicone autoclavable palate with a transparent autoclavable cover or lid instead of the commonly used annotated pi The lid base
interface is spaced to allow steam penetration for the autoclave procedure.
The Prepster has an arc of 14 numbered wells on the outer curve in the shape of a dental arch numbered 2 — 14 to represent the teeth 1 — 7 in each quadrant of the
arch.
There are also 5 other wells which can be used separately
Chairside delivery :With the arch towards the user, this arch represents the upper arch as the dentist chairside looks at the patient from the 180 degrees position
(behind the patient).
With the the arch away from the user, this arch represents the lower arch as the dentist chairside looks at the patient from 180 degrees position (behind the patient).
Restorative components can be placed relative to the anatomy of the patient in the relevant numbered well. Eg crowns, veneers, inlays, implant components to
organise the access and delivery of these to the patient.
This will also keep components in order while the assisitant is bonding or preparing retorations for bonding.
Drivers, torque rachets and other components can also be plaed on the palatte in preperation for the proceedure.
Stain and Glaze palate : The wells can also be used to hold porcelain stain and glaze material. each numbered well can be used for mixing a given colour to the
desired consistency.

Contra indications : Note the cover does not reduce polymerisaion of light cured cements.
Composition. PR 410/60 Silicone Rubber High Consistency Silicone Rubber (HCR). The Prepster is latex-free.

Sterilization Protocols

Pre-cleansing: After each use the Prepster should be washed in warm water to remove any debris and thoroughly dried prior to packaging for
sterilization. Rinse with distilled or demineralized water if possible. Inspect device for visual damage, wear and tear or deterioration. Discard
broken, defective or worn-out products.

Ultrasonic cleaning: The Prepster can be processed in an ultrasonic bath with appropriate ultrasonic cleaning agent (subject to the
manufacturer’s instructions for silicon products) Any chemical disinfectant must be washed off and the retractor dried prior to packaging
for sterilization.

Washer disinfector: The Prepster can be processed in a washer disinfector.

Autoclave instructions: The Prepster can be placed in an autoclave pouch (e.g. Tyvek) and autoclaved according to your local directives and
autoclave instructions and parameters.— e.g. Steam sterilize only for 20 minutes at 245°F / 118°C. or (134 degrees 2.1bar, 5.30 m total time)
Follow your autoclave manufacturer’s instructions regarding drying time/cycle.

Recommended drying time of 15-30 minutes depending on the type of sterilizer being used: Always follow your autoclave manufacturer
instructions. After sterilization, the Prepster is to remain in their sealed package and opened only at point of use.



